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Device Identification
Trade or Proprietary Name: IMDx C. dificile for Abbott m2000
Common or Usual Name: C. difficile nucleic acid amplification test assay
Product Code: OZN
Regulation Section: 21 CFR 866.3130
Product Classification: Class 11

Intended Use
The IMDx C. djfficile for Abbott m2000 assay is an in vitro diagnostic assay that uses real-time
polymerase chain reaction (PCR) amplification for the qualitative detection of nucleic acids
encoding the toxin A gene (tcdA) and toxin B gene (rcdB ) sequences of toxigenic strains of
Clostridium dificifle in human liquid or soft stool specimens collected from patients suspected
of having symptoms of Clostridium difflcile infection.

The assay is intended to be performed on the Abbott m2000 System (which comprises the
Abbott m2000sp and m2000rt instruments) and is indicated for use as an aid in the diagnosis of
Clostridium dificile infection. The test is intended to be used directly on liquid or soft stool
specimens (unpreserved stool, or stool preserved in Cary Blair transport medium). Negative
results do not preclude toxigenic C. eifficile infection and should not be used as the sole basis
for treatment or other patient management decisions. The IMDx C. difficile for Abbott m2000
assay is intended for professional use. The device is not intended for point-of-care use.

Device Description
The IMDx C djfficile for Abbott m2000 assay uses PCR to generate amplified product from
the tcdA and tcdfl/tcdBv genes in toxigenic C dif/icile DNA in clinical specimens. The
presence of a toxigenic C. djfficile target sequence is indicated by the fluorescent signal
generated through the use of fluorescently labeled oligonucleotide probes on the Abbott
m2000rt instrument. The probes do not generate a signal unless they are specifically bound to
the amplified product. The amplification cycle at which fluorescent signal is detected by the
Abbott m2000rt is inversely proportional to the toxigenic C. djfficile DNA target concentration
present in the original specimen. A bacterial species unrelated to toxigenic C dj/Jicile is
introduced into each specimen during sample preparation to serve as a process control. The
process control bacteria are lysed simultaneously with toxigenic C. djfficile in the specimen,
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and amplified in the same reaction as the C djffidle targets using PCR, and serve to
demonstrate that the entire assay process has proceeded correctly for each specimen.

Substantial Equivalency
IMDx C difficile for Abbott m2000 is substantially equivalent to theQuidel AmpliVueTM C.

difficile assay (K123355). Table I compares the characteristics of the IMDx C dif/kcile assay
(New Device) and the Quidel Amplivue C. difficile assay(Predicate Device).

Table 1. Substantial Equivalence
Similarities

Quidel Amplivue C. diffieije asy Abb ott nhZON Assay
510(k) K123355 K132235

Rgulation 866.3130 866.3130
Product Code OZN OZN
Device Class Class 11 Class 11

The AmpliVue TM C. difficile Assay is an in Th IMDx C. difficile for Abbott m2000 assay i
vitro diagnostic test for the direct, qualitative ifl vitro diagnostic assay that uses real-time
detection of the Clostridium diflicile Toxin A plymerase chain reaction (PCR) amiplification
gene (tcdA) in unformed stool specimens of for the qualitative detection of nucleic acids
patients suspected of having Clostridium encoding the toxin A gene (tct;) and toxinB
difflci/e-associated disease (CDAfl). The gene (laiR ) sequences of toxigenic strains of

AmnpliVueTM C. difflicile Assay is intended for Clostridium dtfficile in human liquid or soft stool
use as an aid in diagnosis of CDAD. The assay specimens collected from patients suspected of
utilizes helicase-dependlent amplification having symptoms of Clostridium difficile
(HDA) for the amplification of a highly infection.
conserved fragment of the Toxin A gene The assay is intended to be performed on the
sequence and a self-contained disposable Abbott m;2000 System (which comprises the

Intended use amplicon detection device that allows for Abbott m:2000sp and m2000rt instruments)
manual evaluation of assay results, and is indicated for use as an aid in the

diagnosis of Clostri difficile infection.
The test is intended to be used directly on
liquid or soft stool specimens (unpreserved
stool, or stool preserved in Cary Blair
transport medium). Negative results do not
preclude toxigenic C. allfficile infection and
should not be used as the sole basis for
treatment or other patient management
decisions. The IMDx C. dufficile for Abbott
m2000 assay is intended for professional use.
The device is not intended for point-of-care
Use.

Sampe tpe Ufored soolSoft or liquid stool (unpreserved stool, or stool

Sapl yp nfrmdsto preserved in Gary Blair transport medium).

Test Principle Nucleic acid amplification Real-time PCR DNA amplification

Analyte Toxin A gene (tcdA) Toxin A gene (tadf)

Procss ontrl icludd i thekitToxin B genes (tcdB and tcdilv)

Controls Positive and Negative Controls not included in Processv Control, include int l kit
________kit; separate control kit available for sale PrcsCotlinuddi
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Differences"
Characteristic Predicate Device - IMDxC diffidle for

_________ Quidel Amplvue C. difidie assay. Abbott mZOOO Assay

Instrument Self-contained, disposable cassette with an Assay uses the Abbott m2000 System for
_____________ cartridge and detection chamber amplification and detection

etraon Manual Automated on the Abbott m2000sp

These differences do not affect substantial equivalence of the IMDx C. djfficile for Abbott
m2000 and Quidel Amplivue C. difficile assays. Both assays detect C. dificile nucleic acids
from soft or liquid unformed stool specimens and have comparable intended uses. The
differences noted above do not impact the intended use and do not raise questions as to the
safety and effectiveness of the test (new) device.

Performance Characteristics

Analytical Performance

Precision/Reproducibility:
Assay precision was measured in four independent studies: within laboratory repeatability,
instrument-to--instrument repeatability, jot-to-lot repeatability, and site to site reproducibility
using a seven-membered panel consisting of two C. djfficile strains at concentrations
representing a positive specimen (2-3X LoD), a low positive specimen (IX LoD), a high
negative specimen (O.05X LoD), and a negative specimen.

Table 2. Summary of %Agreement for Precision Studies. ___ _____ ____

*Panel -Lot-to- n,2000sp mZOOOfl
- Member Reproducibility Lt to to Repeatability Overall

m2000sv m200n_______ ____

High 86/106 15/I8 17/18 16/IS 61/72 195/232
C diffi cle Negative (81.1%) (83.3%) (94.4%) (88.9%) (84.7%) (84 . I% -variant Positive (100.0%) (100.0%) (100.0%) (100.0%) (100.0%) (99.6%)

43A8TCCii 108/108 18/18 18/18 18/IS 72/72 234/234
4358) Poitve 10.0) 100.0%) (100.0%) (100.0%) (100.0%) (100.0%)

High 92/106 12/17 12/18 13/18 57/70 186/229
C difficil aie (86.8%) (70.6%) (66.7%) (72.2%) (81.4%) (81.2%)

NAP-I Lw106/107 18/18 17/17 18/18 70/71 229/231
(ATCC Poiie (99.1%) (100.0%) (100.0%) (100.0%) (98.6%) (99.1%)

BAA-1870) Poiie110/110 18/18 18/18 18/18 72/72 236/236
______(100.0%) (100.0%) (100.0%) (100.0%) (100.0%) (100.0%)

Neaie 105/105 IS/I8 18/I8 18/18 72/72 231/231
Neaie (100.0%) (100.0%) (100.0%) (100.0%) (100.0%) (100.0%)

Analytical Sensitivity (Limit of Detection)
The LoD is defined as the toxigenic C. djfficile bacterial titer (CFU/mL) detected with a
probability of 95% or greater. Three strains of C. djlfldlle were used to determine the assay
LoD for unpreserved stool specimens and stool specimens preserved in Cary Blair transport
media. The results, representative of the analytical sensitivity of the IMDx C. djfficile for
Abbott m2000 assay, are summarized in Table 3.
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Table 3. Limit of Detection. ___________ __________

Strain o D
Unpreserved Stool Cary-Blair Preserved Stool

C difficile ATGC 43255 337 CFU/mL 463 CFU/mL
Strain: VP1 10463 (toxinotype 0)

C dffficile ATCC 43598 26CUm 861 CFU/mL
Strain: 1470 (:cdfl-variant) 26CUm

C difficile ATCC BAA- 1870 67 CFU/rnL 134 CFU/mL
Strain: 4118 (BIINAPI/027)

Analytical Reactivity
A total of 31 different toxigenic C djflidle strains were tested to determine if they were
detected by the IMDx C dficile for Abbott m2000 assay. Strains were tested at a
concentration of approximately 2-3X LoD, and were run in triplicate. Strains were considered
to be detected if all 3 replicates were detected. All strains were detected.

Cross Reactivity & Microbial Interference
The IMDx C. djfficile for Abbott m2000 assay was evaluated for potential cross reactivity
and/or interference using a panel of 120 viruses and microorganisms (see Table 4). Bacteria
were tested at a concentration of> I X 106 CFU/mL, and viruses at a concentration of > I X1 i05

TCID 5J/mL. None of the organisms tested were found to cross-react Or interfere with the IMDx
C difficlle for Abbott m2000 assay.

Table 4. Cross Reactivity and Microbial Interference. _ ______

Organism .. Strain WD Organism Strain IjD

Abiotrophia defect iva ATCC 49176 Enierococcusfaecalfr vanE ATCC 51299

Acinetobacter bawnanii ATCC 19606 Enterococcufaecium vanA4 ATCC 700221

Acinetobacter twoffii ATCC 17925 Enterocccu gallinana yanG ATCC 49573

Adenovirus (Type 40) ZMC 08 10084CF Enterocccu hfrae ATCC 8043

Aermoas hydrophila ZMC 0601715 Enteroocu raffznous ATCC 49427

A/cal/gene oca is subsp. faecalis ATCC 15554 Enlerovirus (Type 71) ZMC 0810047CF

Anoerococcus tetradius ATCC 35098 Escherichia coi AlTCC 23511

Bacillus cereus ATCC 11778 Escheric h/acolt 0157 ZMC 0801622

Bacillus cereus ATCC 13472 Esche rich/a ferguronit ATCC 35469

Bactero/des caccae ATCC 43185 Escher/chia hermani ATCC 33650

Baciero/des sterrs ATCC 43183 Fusobacteriwn varur ATCC 8501

fiffidobacteriwn adolescent/s ATCC 15703 Gardnerella vagina ATCC 14019

Campylobacter colt ATCC 43479 Geniella morbilionir ATCC 27824

Campylobaczerjejun/ subsp jejunt ATCC 33292 HIafluta alvei ATCC 13337

Candida a/b/can ATCC 10231 Hel/cobac ar pylon ZMC 0601486; Z40

Candida catenulata ATCC 10565 Home sapiens ATCC MGC- 15492

Cedecea davisae ATCC 33431 Kiebstella oxyzoca ATCC 33496

CA/amydia rachornatis ZMC D-UJW3; Z054 K/cbs/el/a pnemanniae subsp. ATCC 13883
______________________ ____________pnemunin/e

Citrobacter arnalonatteu ATCC 25405 Lacrobac//lus ac/doph/lus ZMC 0601540
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Organism - Strain ID -Organism -Strain ID)

Citrohaclerfreundii ATCC 8090 Lactobacillus reuter! ATCC 23272

Citro baster koseri ZMC 0601745 Lactoccu lact!, subsp. lactis ATCC 11454

Citrobaster sedlakii ATCC 51115 Leminorela grimond i ATCC 33999

Closeridtwn beyerinckui ATCC 8260 Listeria gray! ATCC 19120

Closnridiwn bjfermentans ATCC 638 Listeria innocu ATCC 33090

Clostridium bolteae ATCC BAA-613 Listeria monocytogenes ZMC 0801543

Clostridur butyricwn ATCC 19398 Norovirus ZMC 0810087CF

Clostridiwn chauvoei ATrCC 11957 Peptoniphilus asaccharolyticus ATCC 14963

Clostridium difflcile (non-toxigenic) ATCC 43593 Peptostreprococcus anaerobius ATCC 27337

Clostridiw difflcile (non-toxigenic) ATCC 43601 Plesiomonas shigelloides ATCC 14029

Closiduwfallax ATCC 19400 Porphyromonas asaccharolytica ATCC 25260

Clostridium, haemolyticun ATCC 9656 Prevotella melaninogenica ATCC 25845

Clostridiwn histolylkcum ATCC 19401 Proteus mirahilis ATCC 25933

Clostridium innouw ATCC 14501 Proteus pennr! ZMC 0601589

Clostridiwn neile ATCC 27757 Providencia alcalifaciens ATCC 9886

Clostridiwn novyi AICC 19402 Providencia retigri ATCC 9250

Clostridium orbiscindens ATCC 49531 Provide nc t stuart!! ATCC 33672

Closlzdiumparaputricumm ATCC 25780 Pseudomonas aerugnosa ATCC 35554

Closrridiwn perftingens ZMC 0601585 Pseudomoas putida ZMC 0601722

Clostridiumnramoswn ATCC 25582 Rotavirus ZMC MA-104

Clostridiw scindens ATCC 35704 Rmwncoccus bromii ATCC 27255

Clostridiwn sordelli! ATCC 9714 Salmonella choleraesuis subsp. ATCC 7001
________________________________choleraesuis _________

Clostridium sphenoides ATCC 19403 Salmonella enterica subsp. enterica ATCC 14028

Clostridiwn spiroforme ATCC 29900 Salmonella enterica subsp. arizonae ATCC 13314

Clostridium sporogenes ATCC 15579 Serratia liquefaciens ATCC 27592

Clostridiwn symbiosum ATCC 14940 Serratia marescens ATCC 13880

Clostridiwn tertium ATCC 14573 Shigella boydi! ATCC 9207

Clostrdur elon ATCC 19406 Shigella dysenteriae ZMC 0601609

Colltnsella aerofaciens ATCC 25986 Shigella sonne! ATCC 29930

Corynebacterium genitaliun, LSPQ 3583 ATCC 33798 Staphylococcu aur ZMC 0601675

Coxackie virus (Type B4) ZMC 0810075CF Stahylococcus epidermidis ATCC 14990

Cytoinegalovirus (ADJ-169) ZMC 0810003CF Stenotrophomonas maltophilia ATCC 13637

Des ulfovibrio piger ATCC 29098 Streptococcus agalactiae ZMC 0601545

Echovirus (Type 11) ZMC 08 10023CF Streptococcus dysgalactiac ATCC 43078

Edwardsiella tarda ATCC 15947 Streptooccus intermedius ATCC 27335

Eggerthella lenta ATCC 25559 Streptoocus uberis ATCC 19436

Enterobacter aero genes ATCC 13048 Veillonela parla ATCC 10790

Engerobacter clocae ATCC 13047 Vibrio cholerae ATCC 25870

Enterococcus casseliflavu ZMC 0601565 Vibrio parahaemolyticus ATrCC 17802

Enterococcus cecoru ATCC 43198 Yersinia bercovieri ATCC 43970

Enterococus dispar ATCC 51266 Yersinia robde! ATCC 43380
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Interfering Substances
The IMDx C. djfficlle for Abbott m2000 assay was challenged with twenty-three (23)
substances that may be present in stool specimens. The substances included: anti-fungal/anti-
itch vaginal cream, suppositories, anti-hemorrhoid creams/ointments, antacids, enemas,

condoms with spermicidal lubricant, anti-diartheal medication, laxatives, antibiotics (oral and
topical), non-steroidal anti-inflammatory medications, moist towelettes, fecal components (e.g.,
blood, mucus, fecal fats), and MRI contrast agent. No assay interference was observed for any
of the substances.

Target Carryover Study
Five assay runs were performed with alternating high positive and negative samples. A single
cross -contamnination carryover event was observed in one of the five runs, generating a
carryover rate of 0.4% (1/235).

Clinical Performance Characteristics
The performance of the IMDx C. djjficile for Abbot m2000 assay was evaluated at seven (7)
geographically diverse locations within the United States from 2011 to 2013. A total of 1,565
(1186 unpreserved stool, 379 preserved stool) specimens were included in the final data set and
analyzed for product performance as compared to results obtained from BartelsO Cytotoxicity
Assay for Clostridium difficile Toxin (Trinity Biotech, Carlsbad, CA [Distributed by
Diagnostic Hybrids, Athens, OH]).

Table 5. Clinical Agreement Summary: Unpreserved Stool
Bartels/ yotoxin

-
os I Neg ITotal

IMDx Cdiffle for Pos 118 7* 197
Abbott mt2000 Neg 19* 970 989

Total 137 1049 1186

95% Cl
Sensitivity 86.1% (79.4% - 90.9%)
Specificity 92.5% (90.7% - 93.90/)

Positive Predictive Value 59.9% (52.9% - 66.5%)
Negative Predictive Value 98.1% (97.0% -98.8%)

Prevalence 11.6%

* 16 samples were sequenced, 13 were resolved as negative and 3 remained discrepant.
053 samnples were sequenced, 40 were resolved as positive, 9 remained discrepant and 4 had indeterminate results.

Table 6. Clinical Agreement Summary: Stool Preserved in Cary Blair Transport Medium
0 re~/Yto oin

IMDx Cdifficdle for Pos 21 23** 44
Abbott nu2O0O Neg 2* 333 335

Total. 23 1 356 379

95% Cl
Sensitivity 91.3% (73.2% - 97.6%)
Specificity 93.5% (90.5% -95.7%)

Positive Predictive Value 47.7% (33.8% - 62.1%)
Negative Predictive Value 99.4% (97.8% - 99.8%)

Prevalence 6.1%

*2 samples were sequenced, I was resolved as negative and I remained discrepant.
20 samples were sequenced, 12 were resolved as positive and 8 remained discrepant.
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Study Results by az

Subjects ranged in age from <1 to 112 years old. The table below shows the number of
subjects by age.

Table 7. Study Population Age and Gender Distribution
Age and Gender Distribution of IMDx C diffide for Abbott mt2000 Assay Positive Results

Specimen Type & Gende*
NI Positivel/ # Enrolled:

Age Group (P'revalenc [%]).-

Raw/Fresh (Unpreserved Stool) Cary-Blair (Preserved Stool)

Male Female Total - Male. Female Total (%
0o1 0on05 0/0 0/0 0/0

Unknown age (0.0%) (0.0%) (0.0%) (0.0%/) (0.0%) (0.0%)

Infant 0/4 2/2 2/6 0/3 0/0 0/3

(<2 yrs) (0.0) (100.0%) (33.3%) (0.0%) (0.0%) (0.0%)

Child 1/7 1/9 2/16 2/6 0/3 2/9

(1-2to <12yrs) (14.3%) (11.1%) (12.5%) (33.3%) (0.0%) (22.2%)

Adolescent 0/8 1/6 1/14 0/2 0/4 0/6

( 12 to <18 yrs) (0.0%) 1(16.7%) (7.1%) (0.0%) (0.0%) (0.0%)

Transitional Adolescent 2/7 3/15 5/22 2/4 1/8 3/12

( 18g to!521 yrs) (28.6%) (20.0%) (22.7%) (50.0%) (12.5%) (25.0%)

Adult 38/273 40/297 78/57 1 11/82 8/105 19/187

(>21 to 5<59 yrs) (13.9%) (13.5%) (13.7%) (13.4%) (7.6%) (10.2%)

Sr. Adult 47/242 62/310 109/552 9/68 11/94 201162

(> 60yrs) (19.4%) (20.0%) (19.7%) (13.2%) (11.7%) (12.3%)

Ttl88/542 109/640 197/1,186 (24/165 20/214 441379

1(16.2%) 1(17.0%) (16.6%) (14.5% (9,3%) (11.6%)

*Prevalence based on C dif$cile positives with the IMDx C diffldde for Abbott m2000 assay.
4The gender of three individuals in this age group was not knowrn.
tflhe gender of one individual in this age group was not known.

Conclusions
The submitted information in this premarket notification is complete and supports a substantial
equivalence decision.
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t ~Food and Drug Admininnion
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INTELLIGENT MEDICAL DEVICES, INC. October 11, 2013
C/O FRAN WHITE
REGULATORY CONSULTANT
MDC ASSOCIATES
I80 CABOT STREET
BEVERLY MA 0 1915

Re: K(132235
Trade/Device Name: IMDx Cdiffkice for Abbott m2000
Regulation Number: 21 CFR 866.3130
Regulation Name: C. dif/icile Nucleic Acid Amplification Test Assay
Regulatory Class: [I
Product Code: OZN, 001
Dated: July 17, 2013
Received: July 18, 2013

Dear Ms. White:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determnined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registmation, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

I f your dev ice is classi fied (see above) i nto either class I I (Special Controls) or class Ill (PMA).
it may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 2 1, Pants 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (2 1
CFR Pant 807); labeling (21 CFR Parts 801 and 809); medical device reporting (reporting of
medical device-related adverse events) (21 CFR 803); good manufacturing practice requirements
as set fonth in the quality systems (QS) regulation (21 CFR Pant 820); and if applicable, the
electronic product radiation control provisions (Sections 53 1-542 of the Act); 21 CFR 1000-
1050.
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If you desire specific advice for your device on our labeling regulations (21 CFR Parts 801 and
809), please contact the Division of Small Manufacturers, International and Consumer
Assistance at its toll-free number (800) 638 2041 or (30!) 796-7100 or at its Internet address
httn://www.fda.Lov/Medica] Devices/ResourcesforYou/Industrv/default.htm. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification" (2ICFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CER Part 803), please go to
httrp://www.fda.gov/MedicalDevices/Safetv/Rep~onaProblem/default.htm for the CDRH's Office
of Surveillance and Biometrics/Division of Postniarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7 100 or at its Internet address
htto://-."w.fda.atov/MedicalDevices/ResourcesfrYou/industrV/default.lltm.

Sincerely yours,

Sally -fr' at -S
Sally A. Hojvat, M.Sc., Ph.D.
Director, Division of Microbiology Devices
Office of In Vitro Diagnostics and Radiological

Health
Center for Devices and Radiological Health

Enclosure
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510(k) Number: K132235

Device Name: IMDx C. difficile for Abbott m2000

Indications for Use:

The IMDx C. difficile for Abbott m20C0 assay is an in vitro diagnostic assay that uses real-time
polymerase chain reaction.(PCR) amplification for the qualitative detection of nucleic acids
encoding the toxin A gene (tcdA) and toxin B gene (tcdB ) sequences of toxigenic strains of
Clostridium diffidile in human liquid or soft stool specimens collected from patients suspected of
having symptoms of Clostridium difficile infection.

The assay is intended to be performed on the Abbott m2000 System (which comprises the Abbott
m2000sp and m:2000rt instruments) and is indicated for use as an aid in the diagnosis of
Clostridium di~flcile infection. The test is intended to be used directly on liquid or soft stool
specimens (unpreserved stool, or stool preserved in Gary Blair transport medium). Negative
results do not preclude toxigenic C difficile infection and should not be used as the sole basis for
treatment or other patient management decisions. The IMDx C. difficile for Abbott m2600 assay
is intended for professional use. The device is not intended for point-of-care use.

Prescription Use - X AN/ROver-The-Counter Use ___

(Part 21 CFR 801 Subpart D) AN/R(21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS UNE-CONTINUE ON ANOTHER PAGE OF NEEDED)

Concurrence of CDRH, Office of In Vitro Diagnostics and Radiological Health (OIR)

Ribhi Shawar
2013.10.10 13N P0,4 I


